This study compared the microscopic features of the fractured endodontic nickel-titanium (NiTi) rotary instruments by two different torsional loadings: repetitive torsional loading (RTL) and single torsional loading (STL) based on the International Organization for Standardization (ISO). ProTaper Next, HyFlex EDM, and V-Taper 2 were compared in this study. In the STL method, the torsional load was applied after fixing the 3 mm tip of the file, by continuous clockwise rotation (2 rpm) until fracture. In the RTL method, a preset rotational loading (0.5 N⋅cm) was applied and the clockwise loading to the preset torque and counterclockwise unloading to original position were repeated at 50 rpm until the file fractured. Fractured fragments by two methods were compared under a scanning electron microscope (SEM) to examine the topographic features of the fractured surfaces and longitudinal aspects. SEM examinations showed significantly different features according to the loading methods. Specimens from the RTL method showed ruptured aspects on cross sections, with multiple areas of initiated cracks while the STL method showed the typical features of torsional failure, such as circular abrasion marks and fatigue dimples. This study suggested a new repetitive torsional loading method which is much more clinically relevant and may result in a different fracture feature from STL method.
Introduction
Root canal shaping using nickel-titanium (NiTi) rotary instruments not only is easier and faster than preparation with stainless-steel (SS) manual instruments, but also causes fewer iatrogenic alterations to the original root canal shape [1] . In spite of the enhanced flexibility and strength compared with manual endodontic instruments, NiTi endodontic instruments are still subject to be broken during the clinical use [1, 2] .
Literatures have reported that NiTi rotary instruments have two basic mechanisms of fracture [2] [3] [4] . Cyclic fatigue fracture or flexural failure may occur when a file rotates in a curved root canal and is caused by repeated tensile and compressive stresses [2, 4] . Meanwhile, torsional fracture is related to a continuous rotation of the engine when the instrument binds in the root canal [2] .
Cyclic fatigue resistance tests for the NiTi rotary instruments have been executed extensively. On the other hand, there is little information or test protocol available for the torsional fracture resistance tests. The common method to measure the torsional resistance was conducted under a static rotational condition that is mainly based on International Organization for Standardization (ISO) 3630-1 [5] . However, its original purpose was for testing SS manual instruments. According to the ISO specification, the 3 mm file tip was fixed with the brass and 2 rpm of rotational speed was applied to generate a torsional load. However, the test conditions to 2 Scanning During the clinical use of rotary NiTi instruments, the files rotate at speeds much faster than 2 rpm with autoreverse mode and the files undergo repetitive locking and unlocking by the autoreverse motion at a prefixed level of torque. Thus, repeated locking and release of the rotary instruments by the torque-controlled motor are common in clinic [6] . Particularly, rotary instruments are subject to higher torsional stresses in narrow canals than in the wider canals; hence the chance of experiencing such repetitive torsional loads is increased [7] .
The different modes of stress loading may result in different modes of mechanical failure and produce the different topographic features [2, 8] . Therefore, the torsional resistance and the fracture modes of various NiTi instruments were compared using the dynamic repetitive torsional loading method incorporating the autoreverse motion and their fractured specimens were compared with the specimens from single continuous rotation test method.
Materials and Methods
Three NiTi instrument systems made of different NiTi alloy and geometries were compared for the torsional resistance. V-Taper 2 (VTP, SS White, Lakewood, CA, USA) made of conventional NiTi alloy, HyFlex EDM (HDM, Coltene/Whaledent, Altstätten, Switzerland) produced via electrodischarge machining (EDM) using CM-wire, and ProTaper Next (PTN, Dentsply Sirona, Ballaigues, Switzerland) made of M-wire were compared using the following two torsional resistance tests. All files used in this study had the same ISO tip size of #25 and 25 mm length but with different shaft taper (0.08 taper for VT2 and variable taper for HDM and PTN). No defects and/or deformities were detected on any instrument under a dental operating microscope (Zeiss Pico, Carl Zeiss MediTec, Dublin, CA) prior to the experiments.
Test I: Torsional Resistance Test Using Repetitive Torsional Load (RTL).
The apical 3 mm portion of each instrument ( = 15 per brand) was secured between brass plates. The file was driven at 50 rpm clockwise until it achieved the preset torque of 0.5 N⋅cm; then it was returned to its original position while keeping the files straight using a custommade device (DMJ system, Busan, Korea). It was considered one torsional loading cycle. The loading was repeated automatically until the file was broken. Software program operating the custom-made device automatically recorded the number of repetitive load cycles until fracture (NRCF) of each instrument.
Test II: Torsional Resistance Test Using Single Continuous Torsional Load (STL) Based on the ISO Specification.
The apical 3 mm tip of each file was secured in the same way as Test I. The ultimate torsional strength (N⋅cm) until fracture was determined for each instrument ( = 15 per brand) using the same device, but the files were rotated at a constant rate of 2 rpm in a clockwise direction until fracture, while keeping the files straight. The ultimate torsional strength (N⋅cm) was recorded during the rotation of the files at the rate of 20 Hz.
Scanning Electron Microscope Examination.
Seven fractured fragments of each instrument system from each method were randomly selected and ultrasonically cleaned with absolute alcohol for approximately 120 s. The fractured surfaces and longitudinal aspects of the fractured instruments were examined under a scanning electron microscope (SEM) (SU8220; Hitachi High Technologies, Tokyo, Japan) for the topographic features.
Statistic Comparison of the Data from Two Test Methods.
The data were first examined using the Kolmogorov-Smirnov test for normality of distribution. The results were statistically analysed using a one-way analysis of variance (ANOVA) and Duncan post hoc comparison to identify differences between the groups. The results from the two test methods were also statistically compared for any differences between methods using the Spearman correlation test (SPSS v. 23.0 for Mac; IBM Corp, Somers, NY). All statistical analyses were completed at a significance level of 95%.
Results
The RTL test showed that the VTP group had the highest NRCF among the test groups, while the PTN group had the least NRCF ( < 0.05). The order of the NRCF according to the Wilcoxon rank-sum test was as follows from highest to lowest: VTP, EDM, and PTN ( < 0.05). The results of STL test using single continuous torsional loading showed that the VTP group also had the highest ultimate torsional strength, while the PTN group had the least strength ( < 0.05). When the same instrument systems underwent RTL and STL methods, the results between the two test methods were strongly correlated (correlation coefficient = 1). The RTL method yielded the same order of resistance as the STL method (Table 1) . The SEM examination of the fractured specimens from the two test methods (RTL and STL) showed significantly different features. While the examination on the cross sections of the specimens from STL method showed typical features of torsional failure, such as circular abrasion marks and fatigue dimples at the center of rotation, the RTL method showed ruptured aspects with multiple levels of fracture surfaces and gross catastrophic features without any circular abrasion marks (Figure 1 ). There were no specific differences among the file brands.
On the longitudinal and lateral aspects of the fractured fragments, specimens from the RTL method showed rare unwinding near the fracture area, while the specimens from STL method had typical features of unwinding area. The specimens from the RTL method showed irregular fracture aspects with some cracks and without unwinding (Figure 2 ).
Discussion
By using the NiTi instruments, clinicians can predictably shape curved, well-centered root canals, with a decreased risk of transportation, ledging, and perforation compared to SS instruments [1] . Nevertheless, there still remains the risk of instrument failure with NiTi rotary instruments. Fractures of NiTi files are known to result from cyclic fatigue, torsional failure, or a combination of both [2] .
While cyclic fatigue resistance is usually compared using the NCF value measured under various conditions of the radius of the canal curvature and arc length using simulated canals [2] , the torsional strength of NiTi instruments has been compared mainly by the method described in the ISO 3630-1, ADA/ANSI specifications number 28 [9] , or their modifications [3, 10] . However, torsional loading under such "monotonic" conditions rarely occurs clinically [11] . On the other hand, the autoreverse motion by the endodontic motor may create repetitive loading and unloading due to a certain condition from the root canal or operator. Therefore, in the present study, the increased speed of 50 rpm and the torsional loading from the repetitive methods were applied to improve the clinical relevance.
Both test methods yielded same results regarding their torsional resistance among the groups. The instruments with a relatively higher torsional resistance during the RTL method had also higher resistance with the STL method; VTP showed the highest resistance from both methods. Both methods resulted in the same order of resistance among the 3 tested groups. It means that the more clinically relevant way in RTL method has similar results to the ISO standard method and RTL method is more appropriate for the NiTi enginedriven instruments. In the present study, VTP showed the highest torsional resistance from both methods and it might result from the reason that the VTP had bigger taper than other files compared. The HDM made of CM-wire showed higher torsional resistance than the PTN made of M-wire. Basically, the characteristics of the instruments made of CM-wire are a higher flexibility and lower stiffness, which contributed to the lower torsional resistance and strength than conventional NiTi alloy [12, 13] . However, the higher resistance of HDM made of CM-wire may result from their geometric differences, including the cross-sectional area and the special manufacturing method of EDM [4, 8, 13, 14] .
Meanwhile, depending on the alloy and/or geometric differences, the file may have different mechanical properties by the repetitive loading. NiTi material of endodontic instruments is sensitive to not only thermomechanical treatment, but also repetitive mechanical stimulation (Cheung et al., 2013 [15] ). Repeated loading without causing surface defects or microcracking, acting as stress raisers and being precursors of material failure, would serve to increase the density of dislocations inside the material [16, 17] . This situation could result in a higher degree of torsional resistance [15] . Since repetitive loading during the initial stage of root canal preparation in a clinical situation could change the properties and mechanical resistance of NiTi rotary instrument, the repetitive loading method could have a higher clinical relevance than the single continuous loading test. Considering the possibility of increased strength by the repeated loading, a change in the assessment method would be reasonable.
In fractographic examination, features of the specimens observed using the RTL method were significantly different from those observed using the STL method. While the STL method showed typical features of torsional failure, those that were published in many of previous literatures, including circular abrasion marks and fibrous dimples in the center of this circle, the RTL method showed catastrophic aspects with ruptured surfaces at the cross section as well as the lateral area. Furthermore, while the STL method showed extensive areas of unwinding of the flute at the fracture area, the unwound flutes were rare in the specimens from RTL method. It could be understood that the repetition of a small amount of torsional load at the moment of fracture imposed stress on some of the microcracks without unwinding the flute, but the accumulation of micro failures suddenly resulted in ruptured fractures. Thus, in clinic, the Scanning 5 repetitive usage of the NiTi instruments after sterilization may result in a sudden failure without any signs that were found in the STL method such as unwinding.
Since fracture of an instrument in use can potentially lower the probability of healing [18] , increasing the resistance to fracture has been a focus in the design of NiTi rotary systems. Because the fracture resistance is strongly correlated with clinical usage, the fracture test should be conducted under conditions that mimic the clinical setting.
Manufacturers of various brands of NiTi rotary instruments have recommended the use of a certain value of torque that is considered safe, that is, capable of preventing (shear) fracture of the instrument. That is not completely accurate because, in the clinical setting, the handpiece (motor) measures the torsional load from the full length of instrument during movement, while the experimental test measures the torsional load at a specific level (3 mm). Thus, in the present study, since the load was concentrated at the 3 mm level of the instruments, the maximum limit of torque was set to 0.5 N⋅cm.
In present study, constant torsional stress was applied repetitively to simulate repeated locking or autoreverse motion of the rotary file during canal preparation. A higher number of loading cycles to failure implicated a higher resistance to torsional failure of the instrument.
Conclusions
Under the condition of this study, evaluation of torsional resistance using the RTL method yields similar results to those using the STL method based on ISO specifications. However, RTL method produced different topographic features from STL method. Clinically accumulated torsional stresses may produce different topographic features on the instruments. Testing the torsional resistance of the instruments using the repetitive loading method would be another standard test method for rotary instruments.
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